November 6th, 2015
\
W\

CITY OF NEW MEADOWS
P O BOX 324
NEW MEADOWS, IDAHO 83654

EPA DISCHARGE MONITORING REPORT

Enclosed is our EPA Discharge Monitoring Report. The EPA report is to be signed and
submitted to the following agencies as soon as possible. /

- United States Environmental Protection Agency /'y \h
1200 Sixth Avenue Ste 900 LJU \’lq
Seattle, WA 98101 \\

Attn: Water Compliance Section, OCE-133

- Idaho Department of Environmental Quality
Southwest Regional Office
1445 N. Orchard
Boise, Id 83706-2239

You may want to make a copy for your files. If you have any questions, please give us a
call.

Singerely,

Michael D. Moore
Laboratory Director

MDM/wh

Enclosure

1804 North 33rd St. » Boise, Idaho 83703-5814

1-800-574-5773 + Ph: (208) 342-5515 * Fax: (208) 342-5591
E-mail: ali@analyticallaboratories.com * Website: www.analyticallaboratories.com
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This institution is an equal opportunity provider
City of New Meadows * P.O. Box 324 * New Meadows, Idaho 83654
Phone (208) 347-2171 * Fax (208) 347-2384

United States EPA
ATTN: ICIS Data Entry Team
OCE-101

‘i =
1200 Sixth Avenue Ste 900 f r)i l% [‘%‘3
\

Seattle, WA 98101

Idaho DEQ Southwest Regional Office

1445 North Orchard

Boise, 1D 83706-2239
(kati.carbarry(@deq.idaho.gov)
(lance.hollowav(@deq.idaho.gov)

(N PDESPCrmitElcctronicDMR@dcq.idaho.gov)

November 3, 2015
RE: Amended September 2015 DMR / NPDES Permit # 1D0023159

Ramona Castro with EPA called to notify us (10/23/2015) that our Page 1 of the Upstream
Monitoring Report did not have recorded values on the DMR.

We contacted the preparer of the report and they have added the measured values on this form.

The month of September 2015 we were not discharging as well. We began discharging on Monday
November 2, 2015 around 8:30 am and we will begin resuming our regular testing.

Anthony | Koberstein
Mayor — New Meadows Idaho

FILE: 2015 Sewer Testing File
CC: Crestline Engineers / Mountain Water Works / Analytical Labs
ATTACHMENT: Amended DMR — September 2015 Page 1 — Upstream Monitoring

PERMIT# ID0023159 Page 1 of 1
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Analytical Laboratories, Inc.

October 29, 2015

CITY OF NEW MEADOWS
PO BOX 324
NEW MEADOWS, ID 83654

Dear CITY OF NEW MEADOWS;

Enclosed is the certificate of calibration for your wastewater flowmeter(s) provided by Charlie
Powers. Please review the as found settings along with final calibration settings. Any changes in
calibration have been noted under the comments section. If you have any questions or wish
further information, please give me a call. Thank you for your business, it is appreciated.

Sincerely;

W /) Mewr _

Michael D. Moore
Lab Director
Analytical Laboratories, Inc.

MDM/wh

FLOWCERT.LTR

1804 North 33rd St. = Boise, Idaho 83703-5814
1-800-574-5773 = Ph: (208) 342-5515 = Fax: (208) 342-5591
E-mail: ali@analyticallaboratories.com * Website: www.analyticallaboratories.com
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ANALYTICAL LABORATORIES, INC.

1804 NORTH 33RD STREET, BOISE, IDAHO 83703

FLOWMETER CALIBRATION CERTIFICATION

COMPANY:
CITY OF NEW MEADOWS
PO BOX 324
NEW MEADOWS, ID 83654
CALIBRATION DATE: OCTOBER 26, 2015
EQUIPMENT:
PRIMARY DEVICE: 9" PARSHALL FLUME
SECONDARY DEVICE:  ULTRASONIC FLOWMETER
MANUFACTURER: SIEMENS/MILLTRONICS
MODEL: OCM il
SERIAL #: UN130146

AS FOUND SETTINGS/ EQUIPMENT DISTANCES:
LOCATION/SETTING AT ZERO FLOW: 53.06"
LOCATION/SETTING AT 100% FLOW: 41.06
FLOW SPAN: 12.00

FINAL CALIBRATION SETTING/EQUIPMENT DISTANCES:
LOCATION/SETTING AT ZERO FLOW: 53.06"
LOCATION/SETTING AT 100% FLOW: 41.06

12.00 1378 GPM

FINAL FLOW SPAN:

COMMENTS : CALTBRATION WITHIN SPECIFICATIONS

D e

CHARLES POWERS, SERVICE REPRESENTATIVE
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